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December 4,2002 

Dockets Management Branch 
Division of Management Systems and Policy 
Office of Human Resources and Management Services 
Food and Drug Administration 
5630 Fishers Lane, Room 1061, (HFA-305) 
Rockville, MD 20852 

Re: Docket No. 02D-0325: Medical Devices Made with Polyvinylchloride ((PVC) Using the 
Plasticizer di-(2-Ethylhexyl) phthalate (DEHP); Draft Guidance for Industry and FDA 

Dear Sir/Madam: 

I am writing on behalf of AdvaMed’s’ PVC Working Group, The attached comments represent the 
combined efforts of the AdvaMed member companies with an interest in this area. In our letter of 
November 7,2002, we discussed our general concerns with the subject draft guidance. The attached 
comments address the specific language in the draft, and we propose revisions for those areas that we 
believe should be revised. 

In the document itself, FDA acknowledges that, “Although the toxic and carcinogenic effects of 
DEHP have been demonstrated in laboratory animals, there are no human studies that show such 
effects.” FDA then makes a number of broad recommendations in the document that would 
essentially apply to all PVC devices. Many, if not most of our comments, are intended to focus the 
draft more precisely so that any published guidance will address DEHP-plasticized PVC devices that 
potentially expose the most sensitive patient populations. In addition, although we do not believe 
that labeling or marking of devices is necessary, we have fashioned our comments to reflect the 
assumption that FDA will continue to recommend labeling. We hope that the agency will heed these 
recommendations and provide appropriate limitations in any final guidance. 

’ AdvaMed, the Advanced Medical Technology Association, (formerly the Health Industry Manufacturers Association) 
represents more than 800 innovators and manufacturers of medical devices, diagnostic products and medical information 
systems. Our members produce nearly 90 percent of the $68 billion health care technology products consumed annually 
in the United States, and nearly 50 percent of $159 billion purchased around the world annually 
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We appreciate the opportunity to comment on this document and would welcome an opportunity to 
discuss is further or to answer any questions about our comments. Please direct any questions or 
other inquiries to Bernie Liebler at 202.434.7230 or bliebler@,AdvaMed.org. 

Very truly yours, Very truly yours, 

5 L 
Bernie Liebler Bernie Liebler 
Director, Technology and Director, Technology and 
Regulatory Affairs Regulatory Affairs 



AdvaMed Comments 

Date 
December 3,2002 

Document 
Medical Devices Made With 
Polyvinylchloride (PVC) Using 
the Plasticizer di-(2- 
Ethylhexyl)phthalate (DEHP); 
Draft Guidance for Industry and 
FDA 
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1. AdvaMed 23 Remove words “or eliminate” Cannot “eliminate” risk -only reduce. 

2. AdvaMed 24-25 

3. AdvaMed 33 

Change to read “potential risks that may be Must clearly indicate that the risk(s) from DEHP exposure in 
associated with DEHP. We are suggesting that humans is only hypothetical (e.g., see line 31). In addition, the 
you label certain devices to indicate DEHP proposed labelling discussed throughout this document is 
presence and consider.. .I’ simply to indicate content, not to specify levels, as the current 

wording in lines 24-25 would suggest. 
Change to read, “exceed hypothetical Currently, there is no level identified in any research article or 
tolerable intake levels FDA calculated using risk assessment (including FDA’s) above which adverse 
data from the rodent studies”. effects in humans would definitely occur. The tolerable intake 

(TI) levels calculated in FDA’s risk assessment are again, 
hypothetical levels based on animal studies, and no human 
data exist to corroborate the assumptions (see line 31 in the 
draft, which clearly states “no human studies that show such 
effects”). 

4. AdvaMed 31-33 Remove sentence Line 31-33. 

5. AdvaMed 39 Add clarification to sentence as: 

Sentence regarding “...exposure to DEHP could exceed the 
levels that are not expected to cause adverse health effects. ..” 
does not make sense. Have already made it clear in Line 30 
that toxic and carcinogenic effects of DEHP have not been 
demonstrated in human studies. 
The content of DEHP is not the issue, but the leachable 
release of DEHP. 

6. 

7. 

AdvaMed 50 

AdvaMed 54 

. ..devices where PVC containing DEHP may 
release some DEHP in certain conditions when 
in contact... 
Remove “contain” and replace with “release.” The content of DEHP IS not the issue, but the leachable 

release of DEHP. 
Specify as IV administration of lipids or blood Document should remain focused on “small subset of devices” 
products in the NICU (see lines 38-39) and potential exposure scenarios identified 

as “sensitive populations” (lines 50-51) 
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13.  A d v a M e d  

C o m m e n t e r  
A d v a M e d  

A d v a M e d  

A d v a M e d  

A d v a M e d  

A d v a M e d  

L ine  No.  P r o p o s e d  C h a n g e  
5 5  Dele te  comple te ly  

5 6  Insert after E C M O , “in  NICU appl icat ions.” 

5 7  Speci fy  as  ca rd io -pu lmonary  bypass  ( C P B )  
p rocedures  in  NICU appl icat ions 

6 0  Dele te  comple te ly  

6 5  

68 -74  

Polyv iny lch lor ide  ( P V C )  Us ing  
; 

thePla&ic izer  d i - (2-  
E thylhexyl)phthalate (DEHP) ;  
Draft G u i d a n c e  for Industry a n d  
F D A  

C h a n g e  to read  “Wha t  does  F D A  r e c o m m e n d  
that you  d o  if a  dev ice  in  the category( ies)  ci ted 
above  is m a d e  with P V C  conta in ing D E H P ” 
Rewr i te  as  fo l lows (changes  a re  ind icated in  
bold) :  

W e  encou rage  you  to cons ider  al l  m e c h a n i s m s  
to reduce  exposure  to D E H P  in  potent ia l ly  
sensi t ive pat ient  popu la t ions  e.g., neonates.  
Speci f ica l ly  w e  r e c o m m e n d  that you  cons ider  
the feasibi l i ty of rep lac ing  P V C  conta in ing 
D E H P  with e i ther  a l ternat ive mater ia ls  o r  
plast icizers, o r  us ing  coat ings that m a y  
m in im ize  pat ient  exposure  to D E H P  in  cer ta in 
med ica l  devices.  A n  addi t ional  des ign  
requ i rement  shou ld  b e  cons idered  for the smal l  
subset  of med ica l  dev ices  whe re  P V C  
~ ~ n k i ~ i ~ g  D E H P  m ~ j c o m e  in  contact  with  i h e  
t issue of a  sensi t ive pat ient  popu la t ion  in  a  
m a n n e r  a n d  for a  per iod  of tim e  that m a y  ra ise  
concerns  about  the aggrega te  exposure  to 
D F H P  

I 
Comment /  Rat iona le  

1  

T o o  few hemod ia lys is  p rocedures  in  neona tes  o r  p regnan t  
w o m e n  ( these a re  the sensi t ive pat ient  popu la t ions  add ressed  
in  F D A ’s nsk  assessment )  to warrant  labe l l ing  al l  d ia lysis 
tubing.  

Documen t  shou ld  r ema in  focused o n  “smal l  subset  of dev ices” 
(see  l ines 38 -39 )  a n d  Potent ia l  exoosure  scenar ios  ident i f ied 
&  “sensi t ive pol ;u lat idns” ( l ines 5b -51 )  
Documen t  shou ld  r ema in  focused o n  % m a l l  subset  of dev ices” 
(see  l ines 38 -39 )  a n d  potent ia l  exposure  scenar ios  ident i f ied 
as  “sensi t ive popu la t ions” ( l ines 50 -51 )  

Industry a l ready  uses  n o n - P V C  conta iners  for T P N  solut ions 
a n d  has  for m a n y  years.  

Documen t  shou ld  r ema in  focused o n  “smal l  subset  of dev ices” 
(see  l ines 38 -39 )  a n d  potent ia l  exposure  scenar ios  ident i f ied 
as  “sensi t ive popu la t ions” ( l ines 50 -51 )  
F D A ’s recommenda t i on  is too b road  in  l ight of conc lus ions  of 
the F D A  safety repor t  a n d  other  s tatements in  the draft 
gu idance.  T h e  F D A  safety repor t  conc luded  that for the vast 
major i ty  of med ica l  dev ice  uses,  D E H P  poses  “little o r  n o  r isk” 
to patients. In l ine 3 8  of the draft gu idance,  F D A  
acknowledges  that their  concern  is o n  the “smal l  subset  of 
med ica l  dev ices  whe re  P V C  conta in ing D E H P  m a y  c o m e  in  
contact  wi th the t issue of a  sensi t ive pat ient  popu la t ion  in  a  
m a n n e r  a n d  for a  per iod  of tim e  that m a y  ra ise  concerns  about  
the aggrega te  exposure  to D E H P . ” W e  be l ieve  that m a n y  
dev ices  used  in  Neonata l  Intensive Ca re  uni ts (NICUs)  mee t  
this cr i ter ia a n d  shou ld  b e  a  p r ima ly  focus.” A s  written, the 
recommenda t i on  for manufac turers  to cons ider  “min imiz ing  
pat ient  exposure  to D E H P ” as  a  des ign  requ i rement  in  their  
des ign  contro i  p rocedures  appears  to app iy  to al l  med lca l  
devices.  It shou ld  on ly  app ly  to med ica l  dev ices  that a re  
c lear ly  in tended for use  in  the potent ia l ly  sensi t ive pat ient  
populat ion,  e.g., neonates.  

1  
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14. 

15. 

Commenter 
AdvaMed 

AdvaMed 76-109 

- 

I 
Line No. 1 Proposed Change 

84 1 Insert sentence at the end to read, “Importantly, 
as with any material change (PVC or other), the 
standard approach to evaluating 
biocompatibility using IS0 10993-l criteria 
should be applied”. 

Polyvinylchloride (PVC) Using 
the Plasticizer di-(2. 
Ethylhexyl)phthalate (DEHP); 
Draft Guidance for Industry and 
FDA 

Comment/ Rationale 
This is a significant gap in the current draft. As it currently 
reads, the impression ts that substitution of virtually any 
material other than PVC would inherently make a device 
“safer”. This is not the case, and any/all materials should 
undergo appropriate evaluations as outlined in existing 
regulatory guidance FDA follows (i.e., IS0 10993 as described 
in the G-95 Blue Book Memorandum). 
The language in the draft FDA guidance suggests that 
manufacturers may be able to make material changes in their 
products without the standard regulatory review. Nonetheless, 
it is important that manufacturers evaluate new or modified 
products through verification and validation studies to assure 
that the products meet safety and performance requirements. 
We believe that these testing standards, as well as regulatory 
review, are particularly important when considering materials 
that do not have prior experience or characterization in the 
medical field. We agree with FDA’s implication that 
manufacturers should consider submissions if a new material’s 
suitability is not established for a particular use. 

3 
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16. 
Commenter Line No. 
AdvaMed 111-119 

Proposed Change 
I 

Rewrite as follows (changes are indrcated with 
strike-outs and bolded text): 

What if I choose not to change the material in 
my device? w 
p Should I 

’ disclose DEHP content? 
Yes, we recommend that you e&&y%&& 

JX+iF+ provide information to clinicians 
regarding the presence of leachable DEHP in 
your devices. You can do this through your 
product promotional materials or by means 
of the product labelling. You can choose to 
identify only those products that are non- 
DEHP or those that contain leachable DEHP. 
Although at this time, FDA believes there is 
insufficient information to justify requiring devrce 
manufacturers to disclose the presence of this 

1 chemical in their products, m  
l&sting, there is considerable interest among 
some consumers and practitioners in mitigating 
any risks that exposure to DEHP may present.. 

Polyvinylchloride (PVC) Using 
;l._;r 

the Plasticizer di-(2- 
Ethylhexyl)phthalate (DEHP); 
Draft Guidance for Industry and 
FDA 

I 
Commentl Rationale 

1 

We agree that a manufacturer’s disclosure of the DEHP 
content of medical devices can assist healthcare practitioners 
in making informed decisions regarding patient care. 
However, we believe that a flexible approach to the methods 
for such disclosure is warranted. A manufacturer may choose 
to provide a list of non-DEHP products in their product 
catalogue or to include a statement of non-DEHP or DEHP 
content in the product labelling. These alternative 
approaches would provide the information needed to address 
customers’ questions on whether the device contains DEHP. 


